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Abstract—Hybrid pixel cameras are new devices for which
photon counting replaces charge integration, which have the
capability to acquire spectral information on the counted photons.
This ability is of uppermost importance for the development
of new polychromatic X-ray imaging for which one goal is
to separate images in several components of physical and bi-
ological interest. For instance, the photoelectric and Compton
contributions can be separated while several contrast agents
can be simultaneously localized. In this paper, we investigate
the capability to perform component separation by using the
newly developed hybrid pixel camera XPAD3 incorporated in
the microCT demonstrator PIXSCAN. Several experiments have
been led on data simulated analytically and by Monte Carlo,
showing the great interest of component separation to enhance
the contrast of materials when compared to classical X-ray data
processing in microCT, and to cancel beam hardening artifacts.
Results obtained on real data acquired with PIXSCAN on a
phantom including Aluminium, water and Yttrium, the latter
being treated as a contrast agent, show that the photoelectric,
Compton and Yttrium components can be clearly separated
and that each of them carries information allowing for the
identiﬁcation of different structures within the phantom.
I. INTRODUCTION
The advent of hybrid pixel detectors in X-ray imaging opens
the way to the acquisition of spectral data. These new devices,
for which photon counting replaces charge integration, incor-
porate a dedicated readout electronic for each pixel that can
select energies by using a parametrizable energy threshold.
This ability is of uppermost importance for the development
of new X-ray imaging approaches that will exploit spectral
information on the detected X-rays. Spectral measurements
in X-ray imaging pave the way to the separation of images
in several components of physical and biological interest: the
photoelectric and Compton contributions can be separated as
well as several contrast agents can be simultaneously localized.
This idea of material decomposition was early proposed in
1976 ([1]), but one had to wait for the advent of pre-clinical
or clinical systems based on energy discriminating detectors
to implement it on real measurements ([2]). The hybrid pixel
camera XPAD3 was developed and characterized at CPPM
([4], [5]) and incorporated in the micro-CT demonstrator
PIXSCAN ([6]). It has been proven that spectral measurements
acquired with the camera XPAD3 have permitted to realize
subtractive K-edge imaging on phantoms with two contrast
agents ([7]). This approach however suffers from high noise
level of the low statistics within narrow energy ranges around
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Figure 1: Layout of the microCT demonstrator PIXSCAN.
K-edge values resulting from the subtraction between two
acquisitions with only one energy threshold.
In this paper, we investigate the component separation
approach with the camera XPAD3 in order to overcome these
limits of subtractive K-edge imaging. We ﬁrst describe the
microCT imaging system PIXSCAN and then introduce the
general framework for component separation with spectral
measurements based on the camera XPAD3. We focus on
the separation problem with two components, namely the
photoelectric and Compton components. We show that such a
separation on noisy simulated data with an optimized setup i)
enhances the contrast and the Contrast-to-Noise Ratio (CNR)
between biological materials (adipose, soft tissues) and water,
and ii) reduces beam hardening artifacts that may strongly
degrade image quality. Finally, we extend the previous sepa-
ration problem with a third component treated as a contrast
agent depicted by its K-edge value, in our case Yttrium. We
demonstrate on real data acquired with the camera XPAD3
that the photoelectric, Compton and Yttrium components can
be clearly separated and that different structures of the imaged
objet can be identiﬁed.
II. THE PIXSCAN IMAGING SYSTEM
PIXSCAN (see Figure 1) is a microCT demonstrator con-
stituted in three parts : i) a detector holder equipped with the
hybrid pixel camera XPAD3; ii) a rotating animal holder; iii)
a X ray source holder with a rotating ﬁlter wheel comprising
eight slots.
Two X-ray sources with two different anodes are available
on PIXSCAN and can be easily interchanged : the RTW
Molybden anode tube (MCBM 65B-50 Mo, RTW, Berlin, Ger-
many) and the UltraBright Tungsten anode tube (UltraBright
Microfocus W(96004), Oxford Instruments, Scotts Valley,
978-1-4799-0534-8/13/$31.00 ©2013 IEEE
USA). Both of them provide emission spot sizes not larger
than (50 × 50) μm2 and a wide aperture of 20◦ and 33◦ for
the Mo and W anodes, respectively. A Tungsten spectrum is
displayed as an example on Figure 2 together with its ﬁltration
by an Yttrium ﬁlter.
The imaged object is placed on a rotating plate between the
detector and the ﬁxed X-ray source with a magniﬁcation rang-
ing from 1.6 to 2.7, according to the geometrical conﬁguration
set by the user. The motorized animal support from Newport
(M-MTM150CC.1 Linear Stage) provides translation motions
in 3 directions with 5 μm accuracy and one rotation around
a vertical axis with 0.1◦ angular steps.
The hybrid pixel camera XPAD3 ([3]) consists of chips
XPAD3-2([4]) bump bonded to 500 μm thick Silicon sensors
to form horizontal modules. Eight modules of 7 chips of
80×120 pixels are tiled vertically to form an overall sensitive
surface of (8 × 11) cm2 composed of more than 500, 000
square pixels of (130 × 130) μm2. The counting rate is up
to 106 counts/pixel/second and a fast detector readout allows
to acquire full frames at a speed up to 500 images/second.
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Figure 2: Modiﬁcation of a Tungsten energy spectrum by
Yttrium ﬁltration. The W spectrum was obtained with a 40
kVp voltage. Yttrium has a K-edge value of 17 keV. Both
spectra are normalized according to their integral.
III. COMPONENT SEPARATION METHOD
A. Polychromatic acquisition model
Let us assume that the measurement of each pixel i of a
X-ray camera is corrupted by a photon noise modeled as a
Poisson noise. The generic framework for polychromatic CT
is based on the acquisition model Ii(α,β) = P
(
mi(α,β)
)
with:
mi(α,β) =
∫ +∞
α
I0β(E)η
i(E) exp
(
−
∫
Li
μ(E, l)dl
)
dE (1)
and where i) Ii is the number of photons counted by the
pixel i; ii) α is the threshold of the pixel i that can be con-
trolled by the user and set up before acquisition. All photons
carrying a lower energy than α will not be counted; iii) I0β(E)
stands for the emitted spectrum of the source modulated by a
transmission function gβ(E) of a ﬁlter placed at the output of
the source, such that I0β = I
0(E)gβ(E). I0β(E) is expressed
as a number of photons per energy unit per pixel. For the
sake of simplicity, we assume that I0β(E) is the same for all
the pixels, i.e. we neglect the spatial variations of intensity of
the emitted spectrum; iv) ηi(E) is the efﬁciency of the pixel i
supposed to be known after a calibration procedure; v) μ(E, l)
is the unknown linear attenuation coefﬁcient distribution map
at energy E. It is integrated along the geometric line-of-sight
Li corresponding to the pixel i; vi) y = P(λ) stands for a
realization of a Poisson noise of parameter λ.
We make the assumption that μ(E, l) can be expressed as
a linear combination of K components of interests μ(E, l) =∑K
k=1 ck(l)μk(E). In the previous expression, each energy-
dependent function μk(E) is known and injected in the
component separation problem. It may for instance represent
a model of a physical process like the photoelectric effect or
the linear attenuation coefﬁcient of a material k, typically a
contrast agent.
If we denote aik =
∫
Li ck(l)dl, Eq. 1 writes,
mi(α,β) =
∫ +∞
α
I0β(E)η
i(E) exp
(
−
K∑
k=1
aikμk(E)
)
dE
The separation of K components {ak}k=1...K is directly
processed pixelwise on cone-beam projections from a set of
N ≥ K distinct acquisitions {I(αj ,βj)}j=1...N obtained with
different conﬁgurations of the experimental setup, i.e. different
values of (α, β). The energy threshold of pixels and the
shape of the emitted spectrum are indeed the parameters of
importance that provide discriminating spectral information.
Assuming that a Poisson noise of parameter mi(α,β) is
well approximated by a Gaussian noise of mean mi(α,β)
and of variance mi(α,β) at high statistics (i.e. typically when
mi(α,β) >> 100), we solve for each pixel i the following
minimization problem:
aˆi = arg min
ai∈C
‖Ii −mi(ai)‖2 (2)
where ai = [ai1, a
i
2, · · · , aiK ] ∈ RK , C is the positive convex
set, i.e. C = {a ∈ RK , ak ≥ 0, k = 1...K}, and if we adopt
for simplicity the notations Ii(αj ,βj) = I
i
j and m
i
(αj ,βj)
= mij ,
then Ii = [Ii1, I
i
2, · · · , IiN ] and mi = [mi1,mi2, · · · ,miN ] with
Ii,mi ∈ RN . The estimation of the K components of interest
{ak}k=1...K is then expressed as a minimization problem
which encompasses priors on the components to estimate, e.g.
here a positivity prior.
For each experience presented in the following, we used
the numerical minimization program MINUIT21 to solve the
non-linear least square problem.
IV. RESULTS AND DISCUSSION
A. Contrast enhancement
One of the aims of spectral CT is to increase contrast
between soft tissues. We show here that we can achieve this
aim by inspecting the photoelectric contribution. Indeed, the
photoelectric cross section depends on the atomic number Z
of materials and is responsible for most of contrast in microCT
images whereas the Compton cross section only depends on
density, thus playing almost no role on contrast. Moreover,
1http://root.cern.ch/root/html/MATH MINUIT2 Index.html
it is well known that the diffusion process induced by the
Compton effect triggers off a degradation of microCT images,
which results in a loss of contrast. In this study, we choose
K = N = 2, and focused on the separation of physical
processes, i.e. the photoelectric contribution noted a1 = aph
with μph(E) = 1/E3 and the Compton contribution noted
a2 = aC with μC(E) deduced from a polynomial ﬁt of
order 2 of the Compton cross section of water from the NIST
database. Indeed, the Klein-Nishina formula intensively used
in this context actually introduces inaccuracies at low energies,
typically when E ≤ 20 keV . We paid a particular attention
to the photoelectric component, which offers more contrast
between objects than the Compton component or any other
classical microCT reconstructed image.
To do this, we have simulated analytically a cylinder of one
material (adipose tissue or soft tissue as deﬁned by ICRP)
inserted in a cylinder of water. We processed photoelectric and
Compton separation on projections and computed contrast on
reconstructed slices deﬁned as
|Smat − Swater|
Smat + Swater
between material and water. In this case, separation is pro-
cessed from two acquisitions obtained by a modulation of
spectrum (W target) by changing ﬁlters (150 μm Cu and
25 μm Nb).
To measure noise generated by separation, we computed
contrast to noise ratio (CNR) deﬁned by
|Smat − Swater|√
σ2mat + σ2water
between material and water. Values are reported in Table I.
Values of CNR and contrast estimated on the photoelectric
component show the relevancy of this approach when com-
paring these to the CNR and contrast on two reconstructed
slices from data simulated with two different ﬁlters, i.e. with
150 μm Cu and 25 μm Nb. For both materials, CNR and
contrast against water were increased with the estimation of
the photoelectric component.
Adipose + Water Soft Tissue + Water
Nb Cu ph. Nb Cu ph.
CNR 11.2 12.0 23.3 2.03 1.55 4.02
Contrast 0.16 0.11 0.30 0.05 0.03 0.03
Table I: Results of CNR and contrast computed for two
different phantoms on ML-EM reconstructed slices of data
simulated with a 25 μm Nb ﬁlter, a 150 μm Cu ﬁlter, and
from the photoelectric component after photoelectric/Compton
separation.
B. Beam hardening reduction
Because the photoelectric and Compton components are
deﬁned to be energy independent, we are also able to reduce
beam hardening. We illustrate this point on Figures 3 and
4, for which we simulated tomography acquisitions of high
contrasted objects (Aluminum balls in water) in order to
generate beam hardening. After a ML-EM reconstruction of
data acquired with Aluminium or Niobium ﬁltration, beam
hardening can be observed within and between the Aluminium
balls. On the contrary, almost no beam hardening is visible on
the reconstruction processed from the photoelectric compo-
nent. In this case we used a spectrum generated by a Mo target
and the component separation was processed by modulating
the spectrum with 3 ﬁlters (2 mm Al, 25 μm Nb, 150 μm
Cu).
On Figure 4, we can see an almost ﬂat proﬁle between the
Aluminium balls on the reconstruction of the photoelectric
component, whereas the proﬁles of balls on other recon-
structions decrease at the center of the balls, which reveals
beam hardening. Moreover, the linear attenuation coefﬁcient
between the Al balls in the water cylinder reconstructed
without component separation appears clearly underestimated,
whereas this signature of beam hardening is hardly visible
after component separation in the water cylinder.
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Figure 4: Proﬁles along colored paths drawn in Fig. 3. Beam-
hardening effect is canceled on the component aph.
C. Results on real data
We have performed real acquisitions with PIXSCAN of
the object displayed on Figure 5. The imaged object is
composed of an eppendorf ﬁlled in with an Yttrium solution
at 50 mg/mL concentration and a 0.5 mm thick Aluminium
disk. Both objects are immersed in water. Yttrium has a K-
edge value of 17 keV and is treated as a contrast agent.
For this experiment, we seek to estimate three different
components of the scene, namely the photoelectric, Compton
(a) (b) (c)
Figure 3: ML-EM reconstructions of a cylindrical phantom of water with two Aluminium balls in water processed from: a)
acquisitions behind a 2 mm Al ﬁlter; b) acquisitions behind a 25 μm Nb ﬁlter; c) the photoelectric contribution after component
separation from 3a, 3b and a third acquisition behind a 150 μm Cu ﬁlter. The beam-hardening effect is visible on 3a and 3b
whereas it is canceled on 3c. For comparison purpose, reconstructions have been normalized in the range using a Hounsﬁeld
unit.
and Yttrium contributions so that K = 3 in Equation 1 with
a3 = aY and μY (E) set to the linear attenuation coefﬁcient of
Yttrium as described in the NIST/XCOM database. The sep-
aration process takes as an input four acquisitions performed
using 3 different ﬁlters (25 μm Ag, 25 μm Nb and 100 μm
Cu) and an unﬁltered acquisition, so that N = 4 in Equation
1.
On the results displayed on Figure 6, we observe that
the Aluminium disk is uniform in the photoelectric and the
Compton components with stronger photoelectric contribution
in the Aluminium disk than in water and weaker Compton
contribution in the Aluminium disk than in water. The chip
structure of the detector (right-left effect) appears in both
contributions with a stronger impact on photoelectric com-
ponent because of tiny calibration differences that are not yet
considered in the algorithm. On the Yttrium contribution, only
the Yttrium contained in the eppendorf appears as expected.
All the other pixels in this component have values equal to 0
or close to 0.
V. CONCLUSION
We have proven that the spectral decomposition of an object
in the photoelectric, Compton and K-edge components can
be realized with the microCT demonstrator PIXSCAN. Work
is being carried on to get a spectral tomography for the
localization and and quantiﬁcation of contrast agents by their
K-edge values with photoelectric and Compton component
separation within the rest of the acquisition scene.
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Figure 5: a) Front view and b) lateral view of the acquisition scene of real data acquired with PIXSCAN. The Aluminium disk
and the eppendorf ﬁlled with an Yttrium solution are immersed in water.
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Figure 6: a) Component separation scene (front view) consisting of a (27× 12) mm2 window set across the Aluminium disk
edge and the eppendorf observed with 25 μm Nb ﬁltering. Results of the component separation from 4 different acquisitions
for the b) photoelectric, c) Compton and d) Yttrium components.
